

SOHO CONTINGENCY SCRIPT S-04

SUMER Recovery after LCL cut-off by COBS

(Micronet 516/SOHO Server/Operations/Instruments/SUMER/SUMER CS S-04

Version 2.0

Based on:  

Change Record:


0.0   21 Feb 97 -
Created (MRR).


1.0    6 Jun 01 -
Reformatted to new standards,  CR# 1662, 





MOCR# 01-0099, (NJP).

2.0
9 Feb 05
Added comment to end of script.  CR# 2069, OCD# 1923, MOCR# 05-0025  HWB

Positions Required:
SA, CA (OE notification required prior to execution of script)

Anomaly Indications:

 

TBD (Execution must be requested by SUMER Experiment Team or SOC).

Loads:  None

Main Activities:

1. Observe SUMER temperatures and adjust heater duty cycles as directed.

2. Execute SUMER recovery to power ON and close cover.

Plots Required:
None

	
	Pos
	Activity
	Procedure

	1
	FOT
	Observe SUMER temperatures and control duty cycle if needed.
	

	2
	FOT
	As soon as the SVM activities allow, execute SUMER recovery to power ON and close cover.
	s_fl_rcovery

Calls:

s_fl_safe

s_fl_pwron


Calls:


k_exp_mon_ena


k_obt_dist

	3
	
	
	

	4
	
	NOTE:  After a reboot/power cycling of SUMER, a steep drop in some temperatures (e.g. QTSI2A/B) will be seen.  If no NRT is possible for SUMER to select an initial configuration within 30 minutes, the instrument will self-initialize, causing the temperatures to rise sharply again, stabilizing within a few hours at a safe level.
	

	5
	
	
	

	6
	
	SCRIPT COMPLETE
	

	7
	
	
	

	8
	
	
	

	9
	
	
	

	10
	
	
	

	11
	
	
	

	12
	
	
	

	13
	
	
	


OE Initials: _______
SA Initials: _______
CA Initials: _______
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